[Reference values for the inhomogeneity parameter V2/V1].
In 1,169 healthy subjects (821 males and 348 females) aged 15 to 70 years was determined parameter V2/V1 from the flow-volume loop for the estimation of unequal ventilation by means of the electronic spirometer Pneumotest. Reference values and prediction equations for parameter V2/V1 are reported.